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Indian Standard
SPECIFICATION FOR SOUNDING AND SUSPENSION EQUIPMENT
0. FOREWORD

0.1 This Indian Standard was adopted by the Indian Standards Institution on 16 March 1971, after the draft finalized by the Fluid Flow Measurement Sectional Committee had been approved by the Civil Engineering Division Council. 0.2 Measurements of depth and velocity ( also the collection of suspended sediment sample ) are generally made in successive operations. Selection of a particular method of depth measurement and of suspension depends on depth of flow, velocity of current and the method of discharge observation whether by wading, from boat, from cable or from bridge. Except, when discharge measurements are done by wading, when both soundings ( depth measurements ) and placing of current meter at the point of measurement are done with the help of a wading rod, sounding and suspension equipment are essentially required. 0.3 This standard is one of the series of standards in the field of instruments used in stream gauging. Other standards in the series are: IS : 3910-1965 Specification flow measurement IS : 391 l-1966 Specification IS : 3912-1966 Specification 1S : 3913- 1966 Specification IS : 3917-1966 Specification IS : 4073-I 967 Specification IS : 4080-1967 IS : 4858-1968 Specification Specification for current for surface meters (cup type) for water floats

for sounding rods for suspended sediment load samplers for scoop type bed material for fish weights for vertical staff gauges for velocity rods samplers

0.4 In the formulation of this standard considerable assistance has been derived from the Ganga Basin Water Resources Circle ( Ministry of Irrigation & Power ). 0.5 For the purpose of deciding whether a particular requirement of this standard is complied with, the final value, observed or calculated, expressing the result of a test or analysis, shall be rounded off in accordance with 3
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IS : 2-1960*. The number of significant places retained in the rounded off value should be the same as that of the specified value in this standard.

1. SCOPE

1.1 This standard covers the functional requirements, performance tests and materials to be used for manufacture of (a) sounding ( by direct method ), and (b) susp ension equipment. With a view to providing guidance to the manufacturers, typical details of suspension equipment are given in Appendices A, B and C.
2. TERMINOLOGY 2.1 For the purpose of this standard, the definitions given in IS : 1191-l 959f shall apply. 3. SOUNDING EQUIPMENT

from water surface to bed, irrespective of the depth and velocity of flow. For this purpose (a) sounding rod or (b) wading rod (see Note 1) or (c) sounding line ( see Note 2) is used depending on the velocity and depth of flow. In case of measurements either by sounding rod or wading rod, the rod should be held in a vertical position and in the case of measure? ments by sounding line, appropriate weights should be attached to keep it reasonably vertical.
NOTE 1 - As wading covered in 4.2.1. rods arc also used for suspending the current meter, they are

3.1The basic object of sounding is to obtain the correct vertical depth

NOTE 2 - As sounding line is essentially a cable ( or chain ) suspension type with attached sounding weights and that the measuring equipment are generally attached to this cable, it is covered in 4.2.2.

3.2 Sounding RodSounding rod is a graduated rigid rod with a base plate and is used for measurement of depths up to 5 or 6 m in medium velocities (of 2 m/s ) . For details on sounding rod, reference may be made to IS : 3912-1966%. 3.3 Sounding Weights - Sounding weights are added to keep the sounding line (or suspension cable) reasonably vertical. The higher the velocity and the greater the water depth, the heavier will be the weight required. The shape and size of the weights have an appreciable effect on the normal flow conditions in the channel and, therefore, on the accuracy of flow measurement. For details on sounding weights, reference may be made to IS : 4073-13678.
*Rules for rounding off numerical values ( m&cd).
Wossary of terms used in measurement Ycrkion ). SSpecification for sounding rods. #Specification for fish weights. of flow of water in open channels

( under

4
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4. SUSPENSION

EQUIPMENT

4.1 The basic requirements for taking observations in flowing water with the help of meter suspension equipment are the following:
a) To place the measuring equipment ( for example, current meter or sediment sampler ) at the exact point of measurement without causing appreciable disturbance, irrespective of the depth of water and velocity of flow; and b) To suit the supporting devices like cable ways, bridges and boats or wading rod from which the measuring equipment is suspended. 4.2 Several types of suspension equipment have been developed to suit these basic requirements. These may be classified into two broad categories in 4.2.1 and 4.2.2. 4.2.1 Rigid Rod Suspension Equipment includes: b) mechanically operated rigid example, rack and pinion. Rigid rod suspension equipment

a) hand operated suspension equipment like wading rod; and rod suspension equipment, for

4.2.1.1 These types of equipment have the merit that current meter or sediment sampler may be placed exactly at the point of measurement without any appreciable deflection from the vertical at which the observations are being taken, but these havelimitations as well. Rigid rod suspension may be either hand operated or through mechanical means. Suspension equipment operated by hand are simple, may be manufactured with local resources, may be used up to 3 m depth and velocity of 2 m/s (except in the case of wading rods where the limits for the depth and velocity are 1 m and 1 m/s respectively ), but are liable to personal errors. 4.2.1.2 Mechanically operated rigid rod equipment is preferable, because of the accuracy with which the measuring instrument may be placed at the point of measurement, but it is heavier, requires very careful installation with suitable counter-weights to ensure stability of the boat on which it is mounted and requires skilled handling. This type of equipment may be used up to 6 metre depth of water when velocities are up to 3 m/s. Beyond this operations become more difficult, if not risky. Such equipment cannot be used. from high cable-ways and bridges, because of the inordinate length of the rigid rod required. However, the rigid rod suspension should be used, wherever possible. 4.2.2 Cable Suspension Equipment - Cable suspension equipment is generally used in measurement of deep streams where rigid rod suspension equipment cannot be used. It may, however, be used with necessary corrections in all conditions, to suspend the measuring equipment.

5

IS : 6064 - 1971 Depending on the depth and velocity encountered, suitable wtights are attached to the cable suspension to keep the cable as vertical as possible. If the velocities are high and the depth great, the current-meter and weight are carried farther downstream SO that the measured depth will be greater than the true depth and will therefore require corrections. In situations where large vertical angles are induced by high velocities, great depths, insufficient sounding weights, or any combination thereof, two separate corrections are required; an air-line correction for that part of the cable which is between the point of suspension and the surface of the water and a wet line correction for that portion of the cable which is in the water. 4.2.2.1 Where very large vertical angles are induced, weights of several hundred kilograms may become necessary to keep the cable, as vertical as possible. Such weights shall be handled and operated by power driven gauging reels and cranes, because under these conditions manually operated equipment would be entirely inadequate. Cable suspension equipment a) Hand line suspension, and b) Crane and gauging reel. Hand line suspension is worked by hand, simple in design, and may be manufactured from local resources. It may be used with weights up to 15 kg and velocities up to 2 m/s but this type of suspension is liable to personal errors. Crane and gauging reel suspension can be used under all conditions of flow, provided, suitable crane and gauging reel with sufficient weight is used. This type of equipment requires careful design, construction and installation, and skilled hands to use it. 5. FUNCTIONAL REQUIREMENTS includes:

5.1 Rigid Rods for Sounding and Suspension 5.1.1 Sounding Rod ments: This should comply with the following require-

a) Its weight should be as low as possible, b) It shall be straight and remain vertical during use, c) It should have sufficient strength to withstand the force due to flowing water without itself undergoing any significantly pronounced deflection, d) It shall not cause significant obstruction, e) The smallest graduation heading up of water due to its olvn and

should correspond to a centimetre,

f) It shall not penetrate into the bed of the channel.

6

IS : 6064- l!H1 5.1.2 Suspension Rod - In addition to the requirements of 5.1.1 (a) to (e) it should have suitable arrangement for attaching the measuring equipment in such a manner that there is no angular movement in the horizontal plane. 5.1.2.1 In case of mechanically operated rigid rod suspension equipment ( see 4.2.1), they shall comply with the following additional requirements: to hold the a) Paw1 and ratchet or other locking arrangement suspension rod in position, should be provided, b) The mechanical arrangement shall be such that the suspension rod may be raised or lowered easily, c) There shall be arrangement other structure, and for fixing them to the boat or any

d) There shall be proper amount of counter-weight to ensure the stability of the boats. should comply kvith the 5.2 Cable Suspension Equipment -These following requirements: a) The cable should withstand the drag of the current on itself and on the suspended measuring equipment including additional weights and where necessary, to a reasonable extent of any debris that may strike or lodge on them. b) The cable shall have sufficient strength to sustain the weight of the measuring equipment suspended and of the weights to be used to keep it vertical, without undergoing any significantly pronounced elongation under the strain of weight. It shall have a suitable attachment for suspending the measuring equipment. c) The cable shall have an insulated conductor to be used for transmission of the electrical impulses due to revolution of the current meter to the counting devices. d) The cable shall be smooth and flexible, so that it may take turns without any permanent bends or twists, which would affect its usability and length. e) When supplied for use as hand line, the cable should have a suitable covering to prevent hurting to the hand. f) The gauging reel drum shall be preferably of such diameter that one revolution of the winding delivers @30 metre of cable, the length unwound being measured on an attached counter, reading in metres, decimetres and centimetres. The drum shall be able to accommodate the specified length of the cable in single layer. There shall be an arrangement to ensure the winding and unwinding of the cable on the drum in single layer only, without overlapping.

7

IS 86064- 1971 There shall be a paw1 and ratchet or any other locking arrangement to hold the drum at any desired position. There shall be a plug and socket arrangement to connect the gauging reel to the revolution counter or any other instrument. The gauging reel shall be able to be operated by hand for lowering or raising the measuring equipment and weights attached without any difficutly. There shall be arrangement for fixing the gauging reel to the supporting device used for discharge measurement, like cable car used on a cable way, crane used on a bridge or A-frame used on boats, etc. g) The cable cars shall be of adequate strength and proper design to carry the observers and measuring equipment to any desired point on the cable way. They shall also provide safety and reasonable comfort for the observers while they are making discharge measurements, and shall afford adequate means of support for the gauging reel wheneve_r it is required to be attached.

h) The crane shall be of adequate strength to support the gauging

reel, the measuring equipment and the weights attached to keep the cable vertical. It shall be of proper design to enable the measuring equipment to be lowered or raised in a vertical plane sufficiently away from the structure without fouling with the structure, and to enable its movements from point to point when used on a bridge. It shall have a protractor to measure the deviation of the cable from the vertical. It shall have proper counter-weights to ensure its stability while in use. It should be collapsibli so ,that it may be easily carried away after use.

j)

As cranes are heavy, A-frame is used, which is sometees fixed on boats, should be of adequate strength to support the gauging reel, themeasuring equipment and the weight attached to keep the cable It should be of proper design, to enable the measuring vertical. equipment to be lowered or raised in a vertical plane sufficiently away from the boat without fouling with it. It should have a protractor to measure the deviation of the cable from the vertical. It should be easily fixed on the boat in such a way, that when not in use, it may be collapsed to rest on the boat without causing It shall have adequate arrangements for fixing obstruction. gauging reel on it and for carrying the gauging cable over it to raise or lower the measuring equipment.

5.3 Sounding Weights 5.3.1 The weights shall comply with the follbwing requirements: a) The weights are required to provide protection to the currentmeter when it is being lowered in water. Therefore, its size should be such as to shield the current meter cups and body; 8
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b) They shall be stream-lined to offer least obstruction to water; and

c) They shall be provided with vanes for orienting them correctly in the direction of flow. 6. PERFORMANCE TESTS

6.1 Rigid Rods for Sounding and Suspension shall be satisfied:

The

following tests

a) When the rod is simply supported over the span ( length of the rod) and subjected to central concentrated load of 20 kg, the deflection shall not exceed 5 mm; b) The rigid rod shall have such a section as to cause minimum heading up of water ( not more than 5 cm at the maximum specified velocity of 3 m/s ); and c) When used for sounding, it shall not penetrate more than O-5 cm into the bed under a vertically applied load of 50 kg ( besides its own weight ). 6.2 Cable Suspension The following tests shall be satisfied: a) The gauging reel cable shall have a breaking strength of not less than five times the total weight it has to support; and b) The hand line or gauging reel cable shall not undergo any significant change in its length, by more than f O-5 percent, when dry or in wet conditions or loaded.

7. MATERIALS 7.1 Materials
to be used in manufacture of both the rigid rod and cable suspension equipment shall conform to the following requirements: a) The material used shall be suitable for stream gauging purposes and shall be treated to be rust proof; b) The material used shall be as light in weight as possible (except in the case of sounding weights for which material of specific gravity greater than 7.5 is required ), yet of adequate strength to support the rigid rod or gauging reel, measuring equipment and weights attached to keep the cable vertical; and c) The conductor with the cable, avoid any leakage of current. shall be properly insulated to

8. GRADUATIONS 8.1 The rigid rod shall be graduated in metres, decimetres and centimetres
( for velocity measurements these are sometimes graduated in 0.6 decimetrc

9
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units as to indicate the suspension point along the depth straight away ). The graduations should be easily discernible under working conditions and be able to withstand water action and not be easily rubbed away by' the abrasion caused by uyjward or downward motion of rod against the supporting structure when in use. These graduations should be accurate and should be checked with an accurate steel tape. 8.2 Similarly hand line or gauging reel cable shall be graduated in metres, The same precautions as in 8.1 shall be decimetres and centimetres. taken. 9. MARKING 9.1 Each meter suspension equipment shall bear the manufacturer's name They shall be marked with ISI Certification and date of manufacture. Mark. 9.2 BIS Certification Marking

The product may also be marked with Standard Mark. 9.2.1 The use of the Standard Mark is governed bjr the provisions of Bureau of Indian Standards Act, 1986 and the Rules and Regulations made thereunder. The details of conditions under which the licence for the use of Standard Mark may be granted to manufacturers or producers may be obtained from the Bureau of Indian Standards.

APPENDIX
( Clause 1.1 )
TYPICAL EXAMPLES OF RIGID

A

ROD

SUSPENSION

EQUIPMENT A-O. GENERAL A-0.1 For rigid rod suspension, the following are most commonly used: b) Mechanically suspension arrangements

a) Hand operated rigid rod suspension like wading rod, and operated rigid rod suspension like rack and pinion.

IS : 6064 - 1971 A-l. HAND OPERATED RIGiD ROD SUSPENSION

A-1.0 According to convenience and availability of material, the rigid rods are made of metal, or wood or of bamboo, or of any other light straight and rigid material capable of withstanding the strain due to Such rods are generally used in velocity and depth of flowing water. depths up to 3 m and velocities up to 2 m/s. A-l.1 Metallic Rigid Rod - In case of metallic rods, these are One end of the rod made of 1 m long pieces of about 20 mm diameter. is threaded for about 20 mm, and the other end is threaded from inside for about 20 mm length, in such a way that one end of the rod piece can fit in the other end of the second rod piece ( see Fig. IA). In the lower end of the bottom rod a slot approximately 145 mm long is made having 3 holes at 60 mm interval for fixing the suspension rod of the current meter as shown in the Fig. 1. The other end of the bottom rod is threaded for about 20 mm to be fitted to the other rod piece. A-1.1.1 Instead of a rigid metallic rod a pipe and socket arrangement can be conveniently used (see Fig. IB). Pipe pieces of 1 m length with about 19 mm inside dia and 25 mm outside dia having external threads on both ends and joined together with sockets are generally used with the same device for suspending the current meter. A-1.1.2 The metallic rod is given an anti-corrosive iinish over its entire length. For the sake of convenience the entire length of the rod is graduated at 0.6 times of metres, decimetres and centimetres with enamel paint or by etching and painting with black and white paints to read di--,ctly the suspension point corresponding to the depth. The number to indicate metres and decimetres and their graduations should be marked conspicuously in red enamel paint, the graduations shall be measured from the axis of the current meter as shown in Fig. 1A and IB. A-l.2 Wooden and Bamboo Rigid Rods

A-1.2.1 Wooden or bamboo rigid rods ( see Fig. 1C ) may also be used for suspending the current meter. These are reasonably strong and lighter to use as compared to solid metallic rods. When bamboo is proposed to be used, care should be taken to select long, straight and strong bamboos of adequate girth say of about 40 mm diameter. The bainboo should not The wooden rods should be made of strong, be green or cracked. completely seasoned wood, circular in shape, with about 40 mm diameter and very smooth over its entire surface. A-1.2.2 The arrangements for fixing the current meter to the rod is shown in Fig. 1C. The wooden or bamboo rigid rod should be correctly and clearly graduated at 0.6 times of metres, decimetres and centimetres with 11
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RIGID ROD

IA

Solid Type ( Metallic)

IB

Hollow Type (Metallic

)

All dimensions in millimetres.

FIG. 1 HAND OPERATEDRIGID ROD 12
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WADING ROD /-RIGID ROD

I-60 -= t 60

/-

STEEL SHEET CASING

I-_

L

f

IC

Bamboo or Wooden Type
FIG. 1

ID

Wading

Rod

All dimension in millimetres. HAND OPERATED RIGID ROD
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enamel paint, or by carving and painting

them with black and white paint to read directly the suspension point corresponding to the depth. The numbers in metres and decimetres and their graduations should be marked conspicously in red enamel paint. The graduations shall be measured from the axis of the current meter as shown in Fig. 1C.

A-l.3 Wading Rod - Instead of suspending the current meter from a support, the measurements are taken by wading across the stream. In such cases the wading rod ( see Fig. 1D ) ( of rust proof metal ) is provided at the bottom with a 100 mm dia circular base plate with a flange to hold the rod in a vertical position and to prevent its sinking in the bed. The current meter may be fixed at any desired height by sliding it along the rod. The diameter of the rod shall correspond to that of the current meter suspension rod which is 25 mm, and the length will be generally 1 m and it should be engraved in decimetres and centimetres. A-2. MECHANICALLY OPERATED RIGID ROD A-2.0 General - In this arrangement, the rigid .rod is raised or lowered through mechanical devices incorporating a rack and pinion arrangement. There are two such arrangements in use depending on the materials used and are generally called: a) rack and pinion ( steel ), and b) mechanically A-2.1 Rack operated rigid rod ( aluminium ( Steel ) ). and Pinion

A-2.1.1 General Descripaon - The whole assrrnbly ,_,d details of its various parts are shown in Fig. 2. Its main parts are the following: a) Wooden base and mild steel angle iron frame, b) `Mild steel rack, and c) Raising or lowering arrangement. A-2.1.1.1 Wooden base and M. S. angle iron frame -The wooden base (1) on which the mild steel angle iron frames (2) and (3) arc fixed is approximately 600 x 500 mm in size and 60 mm in thickness. The mild steel angle iron frame will be composed of two such frames approximately 40 ~40x6 mm each to a height of about 840 mm. Thi joints of the frames may be either welded or fixed with bolts and nuts. Both these frames (2) and (3) are fixed to the wooden base (1) by bolts and nuts at spacings of about 225 mm as shown in Fig. 2. A-2.lS.2 Mild steel rack - It is 5 metres long and about 50 x 25 mm ti_ 122, having teeth on its one side with 10 mm pitch (4). At its bottom eno `h(-re will be a hole (5) of about 12 mm diameter for holding the cttrre:, ' meter. At the top, there will be a mild steel pin (6) to prevent its ~iirirl.~; down completely under its own weight. 14
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All dimensions are in millimetres and approximate. TYPICAL DETAILS OF RACK AND PINION
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A.2.1.1.3 Raising and lowering arrangementfor mild s&et rack (4) - This arrangement consists of four mild steel toothed pinions P,, P,, P, and P,. Pinion P, is about 408 mm in diameter and will have 120 teeth in all. It will be fixed between the frames (2) and (3) through cast iron bearings and their housing (7). The cast iron bearings with housings (7) will be fixed to the mild steel angle iron frame members (8) of the two frames (2) and (3) with the help of mild steel bolts and nuts as shown in Fig. 2. Similarly pinionp, will be fixed to the member (9) of the frame (2) and (3). Pinions P,, P, and P, will be about 102 mm in diameter with 30 teeth in each. Pinion P, and P, will be fixed respectively at top and bottom members of the mild steel angle iron frames (2) and (3) as shown in Fig. 2 to serve as guides to the mild steel rack (4).
A-2.1.1.4 For lowering or raising the mild steel rack (4) the pinion P, will be rotated with the help of the handle (10) according to the details shown in Fig. 21 Pinion P, will impart rotation to pinion P, which in turn will raise or lower the mild steel rack (4). The current meter can then be placed at the desired depth. A paw1 and ratchet arrangement ( 11) will be To stop lateral fixed to the pinion P, to hold it at the desired point. movement of the mild steel rack (4) mild steel guides should be provided. A-2.1.2 The following are the precautions the rack and pinion: for satisfactory operation of

It should be very a) The rack and pinion is a heavy equipment. The bloat securely fixed to a wooden beam fitted on the boat. should also have suitable counter weights fixed to the other end of the wooden beam for balance. b)' The whole assembly should be so fixed to the wooden beam that the rack moves in a vertical plane, and away from the disturbance caused by the boat. c) The current meter should be securely fixed to the rack so that there are no chances of its getting loose and then lost. d) The rack should be graduated to read 0.6 of the depth directly, the readings being takeu from the centre of the bucket axis of the current meter. c) The rack should IJe raised or lowered gradually and not with jerks. Paw1 and ratchet arrangement should always be used to prevent unwanted movement. f) While not iu use, the bottom end of the rack should be above water surface when the boat is moving. g) `I'lte rack may be conveniently when not in use. 16 removed and safely kept away,

IS : 6064 - 1971 A-2.2 Mechanically Operated Rigid Rod ( Ahsminium )

A-23.1 ~encral Description - The mechanically operated rigid rod suspension arrangement has been devised tc make the arrangement lighter and simpler then the conventional rack and pinion. It may be fitted both Its weight being small, counterto light as well as big and heavy boats. weights to keep the boat balanced, are generally not required or negligible. This has been possible by making most of its parts of aluminium alloys instead of mild steel, and by reducing the size of pinions for the same efficiency. The whole assembly and details of its various parts are shown in Fig. 3. Its main parts are the following: a) Base plate casing and supporting plates, b) Rigid rod (rack ), and c) Raising or lowering mechanism arrangement.

A-2.2.1.1 Base plate casting and supporting plates - The base plate ( 1) is about 300 x 285 mm in size, made of an aluminium alloy and of 12.5 mm in thickness. The aluminium casing (2j is composed of two channels about 45 mm deep and 50 mm wide, and 675 mm in height each. One of these channels is fixed with bolts and nuts to the base plate with three supporting aluminium plates (3) of the shape shown in the Fig. 3. To this channel, the second channel is hinged on one side, and on the other +de it is attached through a sliding tower bolt. Both these channels, thus form the casing (2) for housing the rigid rod ( rack 9 ), inside it.. The outer channel may be opened or closed at will, because of the above arrangement, to insert or take out the rigid rod (rack 9). Two mild steel channels are fixed at the top or bottom of the two casing channels (as shown in Fig. 3) to form an opening of about 40 X 29 mm for the rigid rod (9) to be moved up and down. The fixed channel has got an opening,(5b) of about 60 x 22 mm at 180 mm from upper end for movement of pinion (5). A-2.2.1.2 Rigid rod ( rack Y ) - The rigid rod (9) is made of IO mm square steel rod havin, ~7 teeth on its one side. The rod is encased in a channel shaped aluminium outer casing of about 33 X 27 mm size and 1 metre long as shown in Fig. 3. The length of the steel rod will be 4.5 m One piece will bc fixed to the outer made in three pieces of 1.5 m each. casing as shown and the other two pieces are added, when required for greater depths. Holes 10 mm apart will be made in the outer casing (9~) To the to adjust the lowering or raisin, u of the rod to the required depth. lower end of the rod, suspension rod of the current meter is attached with the help of bolts and nuts to suspend the current meter. Graduation markings arc engraved from the central axis point of the current meter buckets. 17
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IS:6064-1971 A-2.2.1.3 Raising and lowering mechanism - Its details are shown in Fig. 3. The main parts of this arrangement are the following:
steel bolt (4a) - is about 150 mm long and 13 mm in diameter, b) Mild steel toothed pinions (5), (6) and (7) - The mild steel toothed pinion (5) is of 60 mm dia and 21 mm width. The mild steel pinions (6) and (7) have got teeth in the opposite direction. These are of 50 mm dia and 6 mm width, Aluminium handle (8) with arrangements to engage pinions (6) and (7) 4 The aluminium handle (8) has got a round sleeve of about 19 mm width on its one end. This sleeve may be screwed to the bolt (4a). To this end of the handle, two sleeves (8a) and (86) about 67.5 mm long are welded on its either side. In the outer end of these sleeves two slots are cut. Two mild steel rods (8~) and (8d) of about 105 mm length pass through the holes in the sleeves and these rods have one cut edge (8h) screwed on their On the other end, a one end, to engage the pinions (6) and (7). sleeve head (8e) with a small handle (81.) and a tongue (8g) to The mild fit in the slots in the sleeves (8a) and (a) is screwed. steel rods (86) and (8d) are passed through the hole in the sleeves (8~) and (86) and thereafter the cut edge and the sleeve head are screwed on to it, in such a manner that the tongue of the sleeve head is fully inserted in the slot in the sleeve (8~2)and the cut edge can fully engage the teeth on the pinions (6) and (7). To disengage the teeth on the pinions (6) and (7), the cut edge end of the mild steel rod (8~) or (8d) is lifted by the handle (8f) in the sleeve head (8e), so that the' tongue (8s) is lifted out of the slot in the sleeve (8a) or (86) and is kept in the other slot in the sleeve (8a) and (86) which is shorter in length, Aluminium hand wheel (4) -is approximately of 158 mm dia with 4 15 mm dia round rim, and 25 mm long boss on its one side. This wheel is fixed to the mild steel bolt (4a) by a bolt passing through the hole in thesleeve, Mild steel box (5a) -is about 80x55 mm and 100 mm high of 4 3 mm thickness, is open on one side. It may be fixed to the casing (2) by bolts and nuts so that its top is 170 mm from the top of the casing (2). A-2.2.2 Assembly of the Raising and Lowering Arrangement - Pinion (7), handle sleeve (8) and pinion (6) are first of all screwed to the mild steel bolt (4a) on its head side separated by loose sleeves pushed in between as shown in Fig. 3. The mild steel bolt is then passed through one of the holes Then the pinion (5) is screwed to the bolt in the side of the box (5a). Mild a>
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separated by a loose sleeve from the box side in~such a manner that it may freely rotate in the slot (5b) in casing (2) when the box is fitted to it. After slipping in a loose sleeve, to ensure that the pinion (5) is securely fixed inside the box, the bolt is passed through the hole in the other side of the box. To this end, the hand wheel (4) 1s fixed with a bolt. The box (56) is then fixed with bolts and nuts to the casing (2). A paw1 and ratcllet arrangement (10) is fixed to the box, to engage pinion (6) in such a manner that the movement is controlled. A-2.2.3 O/~erution -The rigid rod (rack 9) is inserted in the casing (2), and its outer cover closed and secured by the sliding bolt. The rigid rod is so fixed that it can pass through the slot in the base plate, easily without fouling with sides, and its toothed edge may engage the teeth of pinion (5). The movement to pinion (5) may be given either by rotating the hand wheel (4) by hand or by engaging the pinion (6) or (7) by arrangement in the handle (8). Pinion (6) 1s used for lowering and pinion (7) for raising, these having teeth in the opposite direction. For precise placement of the rigid rod (9), it has got holes at 10 mm apart. An iron nail is fixed with a This iron nail is inserted in the brass string to the top end of casing (2). holes in the rod (9) to adjust its exact placement. A-2.2.4
Arrangement Precautions Necessary While Using the Rigid Rod Susfension

a)

The whole preferably movement away from

assembly should be fixed to the boat on a platform at its side at a minimum distance of 1 m, so that the of the rigid rod is unrestricted in a vertical plane and the disturbance caused by the boat. should be placed to

b) c) 4

sufficient counter-weights If necessary, ensure stability of the boat.

The current meter should be securely fixed to the rigid rod, so that there are no chances of its getting loose and lost. The rack should be graduated to read 0.6 of the depth directly, the readings being taken from the centre of the bucket of the current meter. rack should be raised or lowered gradually and not with Paw1 and ratchet arrangement should always be used to prevent unwanted movement. be

The e> jerks.

f>While
9) The

not in use, the bottom end of the rack should sufficiently above water surface-when the boat is moving. rack should be removed and kept away, when not in use. .
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APPENDIX ( Clause 1.1 )
TYPICAL EXAMPLES

B

OF CABLE SUSPENSION EQUIPMENT

B-O. GENERAL B-0.1 Cable suspension equipment includes the following: and a) Hand line suspension arrangement,

b) Crane and gauging reel suspension arrangement ( details of gauging reel are covered separately in Appendix C ). B-l. HAND LINE SUSPENSION EQYIPMENT B-l.1 Parts of the Suspension Equipment in Fig. 4. Its main parts are the following: a) Suspension cable (l), b) Terminal connections (Z), and c) Suspension hook (3). B-1.1.1 Suspension Cable (1) -This is an insulated, usually rubber covered waterproof, hand service, two conductor cable, about 10 mm in The usual length supplied is generally 12 m. This should be diameter. a steel cable having a breaking strength of not less than 100 kg. For heavier weights, extra strong steel wire suspension is required, but it is recommended that a gauging reel should be used in that case. B-1.1.2 Terminal Connections -At upper end of the suspension cable, there is double contact plug connector (20). It is used to connect the cable to a headphone or a counter through the battery. On the lower end, both the conductor cables carry brass contact points (26) to be connected to the current meter. B-1.1.3 Suspenrioil Hook (3) - The suspension cable (1) is formed into a loop round a metal ring near its lower end, the two loose portions being tied down by a thick and strong twine, as shown in Fig. 4. In this loop (3a) the meter suspension hook is suspended. The meter suspension hook (3) is made of brass and is nickel plated. It is of the shape as shown in Fig. 4, having a ring (36) at the top and an open hook (3~) at the bottom. The opening in the hook may be opened by a small rod (3d) worked with a handle (3e). This remains in closing position always under spring (3f) It may only be opened temporarily for inserting or taking out power. the current meter in or from the hook, by forcing the rod handle upwards 21 ( CABLE ) The details are shown

THREAD BINDING

/o

2a

SUSPENSION ROD

5Y

FISH WEIGHT

ENLARGED DETAIL AT A
FIG. 4 TYPICAL DETAILS OF CABLE SUSPENSION ARRANGEMENT
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ISt6064-197l against the spring. As soon as the force is.removed, the opening in the hook is automatically closed. When in closed position, the handle of the rod is also pressed down in a slot (3g) in the hook (3) body, so that it is not accidently pressed upwards. E-1.1.4 The connections of the suspension cable assembly to the current meter, battery and headphone or counter are shown in Fig. 4 and the precautions to be taken are as given below:

4 W 4 4

The cable should be kept as vertical as possible while in use by using suitable weights fixed to the current meter. The electric connections should be made with care, so that there is no chance of short circuiting. It should be ensured that after inserting the current meter in the cable hook, the hook opening is properly closed. It will be advantageous, if as an additional precaution, a string is separately attached to the current meter, so that there are no chances of losing the current meter, even if the cable hook accidently gets opened.

B-2. CRANE

AND GAUGING REEL SUSPENSION

EQUIPMENT

R-2.0 There are two types of cranes and gauging reel suspension equipment as given below: a) A-crane and gauging reel, and b) A-frame and gauging reel. B-2.1 A-Crane and Gauging Reel

B-2.1.1 General Description - The whole arrangement is shown in Fig. 5 and the main details of A-crane are shown in Fig. 6. Its main parts are the following: a) Base frame, b) Body frame (collapsible ), c) Boom frame ( collapsible), and d) Suspension pulley arrangement, B-2.1.1.1 Base frame - It is a rectangular frame about 920 x 740 mm made of aluminium angles about 38 x 38 x 4.8 mm size, jointed to each other by bolts and nuts. Four rubber typed wheels are fixed at the bottom and there is a handle attached for shifting the A-crane from place to pbce. Battery, as well as counterweight are placed on this base frame, at places earmarked for these, as shown in Fig. 5.
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IS : 6064,- 1971 B-2.1.1.2 Body frame ( collapsible) - Jt is made of three aluminium frames joined together hq bolts and nuts as shown in Fig. 5 and 6. The vertical frame is made of two aluminium angles (2) and (4) joined together with plate (9) and screwed. Its details are shown in Fig. 6. Similarly the other vertical frame is made of aluminium bars (17) as shown in Fig. 6. The third inclined frame is made of aluminium angles (7) and plate ( 12) as shown in Fig. 6 in detail. On this frame, the gauging reel assembly and its motor are fixed on the plate (12) as shown in Fig. 5. This body frame is fixed to the base frame through plates (53), (54) and (59) as shown in Fig. 6. On the upper side it is fixed to the boom frame through bolts and nuts as shown in Fig. 6. B-2.1.1.3 Boomframe ( collapsible) and suspensionpu& arrangement-The boom frame is made of aluminium angles (1) and (6) and bars (15) and (16) as shown in Fig. 6. Both the aluminium angles are provided with hooks just near the front, in which bars (15) are hooked in the extended portion, Similarly bars (IS) are hooked in notches provided in the aluminium angles (8) in the extended condition. The aluminium angle (8) connects angle (1) and (6) with the bars (15) and (16) and also carries The front end of this assembly of the brass sheave (27) at the centre. angles and bars carries the aluminium sheave (26) provided with an aluminium protractor circle (40) for measuring the vertical angle made by the reel, while the instrument is suspended. B-2.1.2 Operation- The gauging reel is carried from its drum to the brass sheave (27) and passed over aluminium sheave (26). To the end of this gauging reel the shackle to hold the current meter is fixed. The gauging reel drum may be rotated either by a handle, or by an electric motor worked with battery. By rotating the drum, the current meter is lowered or raised. Suitab!e weights are attached below the current meter, to keep the reel vertical. Any deviation is measured on the protractor (40). The distance to which the current meter is lowered is recorded on the counter attached to the drum. B-2.1.3 The precautions reel are given below: necessary while using the A-crane and gauging .

4

When used on a boat, its wheel shou!d be so fixed by some suitable arrangement that the crane does not roll from place to place. Suitable counter-weights should be provided for keeping the boat balanced; The A-crane launches; should ordinarily be used only on big boats and

b) 4

While using from a bridge, counter-weights proper balance; 25

are still necessary for
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IS : 6064 - 1971 d) The current meter should be securely fixed to the gauging reel, so that there are no chances of its getting loose and lost; and e) The gauging reel should be released gradually and not with jerks. B-2.2 A-Frame and Gauging Reel Suspension Arrangement B-2.2.1 General Description - The A-frame and gauging reel suspension arrangement may be fixed to the boat easily. A-crane being heavier cannot be conveniently and safely used on boats usually used for observation purposes. Hand line arrangement introduces personal errors. The A-frame arrangement is lighter, and is collapsible and may be folded on the deck when not in use. A general view is shown in Fig. 7 and the whole assembly and details of its various parts are shown in Fig. 8. B-2.2.1.1 A-frame is an aluminium the following tubes: tubular frame (1) consisting of

Two main boom tubes (1) and (2), about 40 mm in diameter, and 2.2 m long, flattened and bolted at either end, b) One central tie rod tube (3), about 40 mm in diameter, and I.95 m long, welded at both ends. TWO short boom tubes (4) and (5), about 40 mm in diameter and cl 800 mm long flattened and bolted at one end and welded at the other end. Two leg tubes (6) and (7)) about 40 mm in diameter and 700 4 mm long flattened at both ends and bolted. B-2.2.1.2 Assembly andjxing details -Two aluminium angles (8) and (9) about 100 x 50 x 3 mm in size are fastened to the deck of the boat about 600 mm apart with about 10 mm bolt and 3 mm thick, flanges 100 mm and 300 mm wide as shown in Fig. 8. The main tubes (1) and (2) are bolted to these angles and flanges. At the other end, both these tubes are bolted together with 3 mm flanged plate about 150 mm and 60 mm wide in between (10) as shown in Fig. 8. Between these two flanged plates (lo), a pulley (11) of about 75 mm diameter is fixed with a bolt of about 6 mm diameter with wooden block washers to suit. The central tie rod tube (3) is welded to this joint. The other end of the central tie rod tube (3) is welded to a joint which holds the second pulley (12). To this joint, the top ends, of the short boom tubes (4) and (5) are bolted with 6 mm bolts. The other ends of the short boom tubes are welded to the main boom tubes (1) and (2) at au angle of 90".

4

The leg tubes (6) and (7) are fastened at their one end in thenotches in the 3 mm plates with 25 mm flanges fixed to the deck with bolts at a distance of about 650 mm from the other deck joints. Its other upper end is bolted to the main boom tubes (1) and (2) 600 mm away from its deck point joint ( for details, see Fig. 8 ). The A-frame is new completely assembled and fixed.
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B-2.2.1.3 Lowering and raising the A-frame- The lower ends of the leg tubes (6) and (7) are taken out from the deck plate notches, and are moved at their other end to come flush with the main boom tubes (1) and (2). The main boom tubes (1) and (2) are then moved at their deck end joint, downwards to rest on wooden chock (13). To raise the assembly, the leg tubes (6) and (7) are again straightened and fixed to the deck plate notch by the bolts. B-2.2.2 @eratim - The gauging reel is carried from its drum (not shown in Fig. 8, but fixed in the centre portion of the boat) to the brass

FIG. 7

A-FRAME
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IS t 6064- 1971 To this end of the pulley (12) and then to the front brass pulley (11). gauging reel, is fixed the shackle to hold the current meter. The gauging reel drum may be rotated either by a handle, or by an electric motor worked with battery. By rotating the drum the current meter is lowered or raised. Suitable weights are attached below the current meter, to keep the reel vertical. The distance to which the current meter is lowered is recorded on the counter attached to the drum. B-2.2.3 The precautions necessary while using the A-frame and gauging reel are the following: a) The A-frame should be in raised position when in use; b) It should be brought to resting position when not in use; c) The current meter should be securely fixed to the gauging reel, so that there are no chances of its getting loose and lost; and d) The gauging reel should be released gradually and not with jerks.

APPENDIX ( Clause1.l )
TYPICAL C-l. GENERAL DETAlILS OF GAUGING DESCRIPTiON

C

(SOUNDING)

REEL

C-l.1 The details of gauging reel (sounding ) reel arrangement are shown in Fig. 9. The main parts described in C-l.2 to C-1.7. C-l.2 Left Hand Bracket (1) - It is made of an aluminium alloy. To this bracket (l), the gauging reel drum (12), the counter for recording the revolutions of the drum and the sheave shaft (7) to carry sheave (19) are fixed as per details given in Fig. 9. C-l.3 Right Hand Bracket (6) - It is made of an aluminium alloy. To this bracket (6), hollow shaft (7) of the gauging reel drum paw1 shaft (1 I), and sheave shaft (7), are attached as per details given in Fig. 9. G1.4 Gauging Reel Drum (l.2) - It is made of an aluminium alloy, as per details given in Fig. 9. This hollow shaft (17) of the drum and also shaft (16) of the drum are fixed as per details given in Fig. 9. It is on this drum that the gauging reel is wound. The revolutions of this drum are recorded on the counter attached. C-l.5 Shaft of Gauging Reel Drum (16) - It is made of stainless steel as shown in Fig. 9. This is the main shaft which is rotated either by a handle or a pulley (38) mechanically driven to give rotation to the drum (12). On this shaft (IS), hollow shaft (17) and drum (12) are mounted,

31

IS I 6064 - 1971 This drum assembly is fixed to left hand bracket (1) and right hand bracket (6). Whole assembly details are shown in Fig. 9. C-l.6 Sheave Shaft and Sheave (7) and (19) -The sheave shaft is made of stainless steel. The sheave (19) is made of aluminium bronze. The sheave shaft (7) is fixed to left hand (1) and right hand (6) brackets as given in detail in Fig. 9. On this shaft (7), the sheave (19) is mounted. On this sheave (19) the gauging reel wire from the drum (12) passes. Its basic function is to keep the coils of gauging reel wire on the drum, evenly spaced and to prevent crowding of several coils at one place. C-l.7 Gauging Reel Drum Assembly -To the drum shaft (IS), a handle to rotate the drum by hand and pulley (38) to rotate the drum mechanically through a belt are attached. A paw1 and ratchet arrangement is fixed to right hand bracket side to stop the rotation of the drum at any desired position. C-1.7.1 Gauging Reel -The gauging reel is generally made of 3.8 mm diameter steel cable with centre insulated conductor. The cable is wound One revolution of the wiTding handle in a single layer on the drum (12). delivers about 300 mm of cable, the amount unwound being measured on a counter in metres, decimetres and centimetres. A plug socket connects the gauging reel cable to the headphone or current meter counter. Such type of reel is suitable for handling weights u$ to 35 kg. For heavier weights, stronger wire cable with centre insulated conductor should be used. C-2. OPERATION C-2.1 The gauging reel drum may be rotated either by a handle or by an A belt connects the pully (38) to the electric motor worked with battery. motor. One end of the reel cable is attached to the battery and current meter counter. To the other end of the cable, a shackle to hold the current meter is fixed. Its conductor wire ends are fixed to the current meter, for recording its revolutions, on the counter or headphone attaclied at the other end. Suitable weights are attached below the current meter to keep The distance to which the current meter is lowered the reel cable vertical. or raised is recorded on the counter attached to the drum assembly. C-3. PRECAUTIONS WHILE USING THE GAUGING REEL C-3.1 The following are the precautions while using the gauging reel: a) The current meter should be securely fixed to the gauging reel, so that there are no chances of its getting loose and lost; b) The gauging reel cable should be released gradually and not with jerks; and c) The gauging reel assembly should be securely bolted to the carrier.
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